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An end-station for resonant inelastic X-ray scattering and (resonant) X-ray
emission spectroscopy at beamline ID20 of ESRF – The European Synchrotron
is presented. The spectrometer hosts ﬁve crystal analysers in Rowland geometry
for large solid angle collection and is mounted on a rotatable arm for scattering
in both the horizontal and vertical planes. The spectrometer is optimized for
high-energy-resolution applications, including partial ﬂuorescence yield or high-
energy-resolution ﬂuorescence detected X-ray absorption spectroscopy and the
study of elementary electronic excitations in solids. In addition, it can be used
for non-resonant inelastic X-ray scattering measurements of valence electron
excitations.
1. Introduction
Beamline ID20 is the state-of-the-art inelastic X-ray scattering
(IXS) beamline of ESRF – The European Synchrotron
(Grenoble, France). This beamline evolved from one of the
two branches of the previous ID16 beamline as the UPBL6
project in the frame of the ESRF Upgrade – Phase I. ID20 is
today fully dedicated to the study of the electronic structure
of materials and provides two branches, optimized for high
detection efﬁciency and high-energy-resolution applications,
respectively. The beamline optics common to all its branches
will be described elsewhere. The high-efﬁciency medium-
energy-resolution spectrometer that has been conceived for
non-resonant IXS from core levels has been described else-
where (Huotari et al., 2017). In this article, we describe a high-
energy-resolution spectrometer that is mostly dedicated to
resonant IXS (RIXS) and (resonant) X-ray emission spec-
troscopy [(R)XES], but it can also be employed in non-reso-
nant IXS experiments of valence excitations requiring high
energy resolution (Larson et al., 2007; Cudazzo et al., 2014).
The spectrometer is named RIXS, but formally there is no
distinction between RIXS and RXES, and sometimes the two
terms are used interchangeably.
RIXS is a photon-in–photon-out technique for the study of
the electronic structure of materials as it probes transitions
involving lattice, charge, spin and/or orbital degrees of
freedom (Kotani & Shin, 2001; Ament et al., 2011a). In the
speciﬁc case of low-energy elementary excitations, recent
advances in the instrumentation, both in the soft (Ghiringhelli
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et al., 2006, 2012) and hard X-ray regimes (Shvyd’ko et al.,
2013; Ishii et al., 2013; Moretti Sala et al., 2013) and in the
theoretical interpretation of RIXS spectra (Haverkort, 2010;
Ament et al., 2011b,c; Igarashi & Nagao, 2012; Marra et al.,
2012, 2013, 2016; van den Brink & Veenendaal, 2012; Jia et al.,
2014, 2016; Moretti Sala et al., 2014a; Kim & van den Brink,
2015; Devereaux et al., 2016) boosted the technique enor-
mously. The most prominent example is the study of magnetic
excitations in Cu (Braicovich et al., 2010; Guarise et al., 2010;
Le Tacon et al., 2011; Ghiringhelli & Braicovich, 2013; Dean et
al., 2012, 2013a,b, 2014; Ishii et al., 2014; Guarise et al., 2014;
Lee et al., 2014; Peng et al., 2015; Moser et al., 2015; Minola et
al., 2015; Monney et al., 2016; Meyers et al., 2017) and Ir (Kim
et al., 2012a,b; Moretti Sala et al., 2014b, 2015; Donnerer et al.,
2016; Gretarsson et al., 2016; Clancy et al., 2016; Calder et al.,
2016; Liu et al., 2016; Lu et al., 2017; Cao et al., 2017) oxides. As
a matter of fact, RIXS can be considered nowadays as a
mature technique for studying magnetism in strongly corre-
lated electron systems in a way complementary to other
spectroscopies, such as inelastic neutron scattering (INS),
X-ray resonant magnetic scattering (XRMS), X-ray magnetic
circular dichroism (XMCD) or optical Raman spectroscopy.
Other applications of RIXS comprise the study of phonons
(Yavas¸ et al., 2010; Lee et al., 2013; Moser et al., 2015), crystal
and ligand ﬁeld excitations (Ghiringhelli et al., 2004; Moretti
Sala et al., 2011), including orbitons (Ulrich et al., 2009;
Benckiser et al., 2013; Kim et al., 2014), and charge-transfer
transitions (Kim et al., 2004; Lu et al., 2005). RIXS spectro-
meters are also employed to isolate element-speciﬁc X-ray
emission lines in (R)XES, including partial ﬂuorescence
yield (PFY) or high-energy-resolution ﬂuorescence-detected
(HERFD) X-ray absorption spectroscopy (XAS) studies
(Glatzel & Bergmann, 2005; Glatzel et al., 2009; Bauer, 2014).
Finally, RIXS spectrometers can be used to measure resonant
elastic X-ray scattering (REXS) with energy resolution of the
scattered radiation in order to improve the sensitivity of the
technique with respect to conventional energy-integrated
detection (Chun et al., 2015).
In a RIXS experiment, an incoming photon is prepared in a
state of known energy !i , momentum ki and polarization " i.
Upon absorption of the photon, the system undergoes a
transition from an initial state, usually the ground state, to a
highly excited intermediate state with a hole in a core level;
within the lifetime of the core hole, then, the system decays to
a lower energy state by emitting a photon. A RIXS spectro-
meter is then used to analyse the energy !o and momentum ko
of the scattered photons. Also the scattered-photon polariza-
tion can be measured, both in the soft (Braicovich et al., 2014)
and hard X-ray regimes (Ishii et al., 2011; Gao et al., 2011). The
speciﬁc advantages of RIXS reside in the resonant nature of
this technique, which naturally provides chemical, site and
orbital selectivity. Bulk sensitivity and the possibility to
exchange a ﬁnite momentum are ensured by the use of X-rays,
in particular in the hard energy-range. In core-to-core RXES
the intermediate state deep core-hole is ﬁlled by the radiative
decay of a shallow core-electron under the emission of a
photon with characteristic energy. A shallow core-hole is
present in the ﬁnal state of the system and detection of the
scattered X-rays should be performed with an energy resolu-
tion below its intrinsic lifetime broadening. When the inter-
mediate-state deep core-hole is ﬁlled by a valence electron,
instead, valence-electron excitations can be studied in the
energy-loss range of a few eVand the process is usually named
valence-to-core RXES or sometimes simply RIXS. Energy
resolution is therefore a crucial ﬁgure of merit for a spectro-
meter as it deﬁnes the energy scale of the lowest accessible
excitations.
In this paper, we will present the guidelines that we
followed in the design of the hard X-ray RIXS spectrometer
installed on beamline ID20 of the ESRF, we will describe
in detail its main characteristics and highlight the technical
solutions we adopted. Key performance ﬁgures are also
reported. The reader should be aware that, while most of the
ﬁgures refer to the most challenging conﬁguration of the
spectrometer with the best energy resolution, we will not
forget to discuss features that are relevant for other applica-
tions, including core-to-core (R)XES.
2. The multiple-element RIXS spectrometer
In the hard X-ray energy range, analysis of the scattered
photon energy is performed using a Bragg crystal, which
typically operates in the so-called Rowland geometry. On
ID20, in particular, we adopted a solution based on Johann-
type spherical crystal analysers (Johann, 1931), as in the case
of several other spectrometers present at the ESRF (Glatzel et
al., 2009; Llorens et al., 2012; Kvashnina & Scheinost, 2016)
and elsewhere (Sokaras et al., 2013; Shvyd’ko et al., 2013; Ishii
et al., 2013; Duan et al., 2017; Rovezzi et al., 2017). Never-
theless, the new ID20 spectrometer is a rather innovative
instrument in several respects. It is installed on a dedicated
beamline and has been conceived aiming at (i) maximizing the
collection solid angle; (ii) optimizing the energy resolution;
(iii) allowing various scattering geometries; in addition to
stringent requirements in terms of precision and stability of
the mechanical components. In the next subsections, we will
detail the points above, while the ID20 beamline will be
described elsewhere. It here sufﬁces to mention that the
monochromatic beam is focused at the sample position by a
Kirkpatrick–Baez (KB) (Kirkpatrick & Baez, 1948) system
down to less than 20 mm  10 mm (H  V). The spectro-
meter assembly with its KB mirrors can be translated into a
stand-by position when experiments are to be performed in
the downstream hutch with its non-resonant IXS (X-ray
Raman spectroscopy) instrument (Huotari et al., 2017). The
X-rays are detected by a 5  1 Maxipix (Ponchut et al., 2011)
hybrid pixel detector (500 mm sensor thickness) with 55 mm 
55 mm pixel size and 14 mm  70 mm active surface area.
2.1. Collection solid angle
In the Rowland geometry, diffraction (monochromatiza-
tion) and focusing of hard X-rays are combined in a single
optical element, a spherical crystal analyser. The source (beam
beamlines
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spot on the sample), crystal analyser and detector must lie on
a Rowland circle and their position is Bragg angle B, i.e.
scattered photon energy !o, dependent. For convenience, the
source of the spectrometer remains ﬁxed in space, while the
crystal analysers and detector are displaced to track !o.
The solid angle of the spectrometer depends on the source-
to-crystal analyser distance, the active surface of the crystal
analyser and their number. On beamline ID20, the RIXS
spectrometer is equipped with ﬁve crystal analysers operating
on Rowland circles of either R = 1 or 2 m diameter, hosted in
dedicated chambers operated in He atmosphere in order to
reduce air absorption and scattering, as shown in Fig. 1. The
crystal analysers and detector must simultaneously fulﬁl the
Rowland condition and are therefore equipped with the
necessary degrees of freedom. Fig. 2 shows the crystal analy-
sers and detector assembly. The ith crystal analyser unit (i = 0,
1, 2) is equipped with two translations (xi and zi) and two
rotations (i and i, around the yi and zi axes, respectively) as
shown in the inset of Fig. 2. The xi translation stages are
directed towards the source and adjacent translations form an
angle  of 7 (3.5) in the R = 1 m (2 m) RIXS chamber. The
detector unit is mounted on two translation stages (xD and zD)
inclined by 21 with respect to the x and z axes, and can be
rotated (D) around the yD  y axis. The angle of inclination
has been chosen in order to minimize the stroke of the xD
translation stage. Details of the rotation and translation stages
are given in Table 1. In Appendix A, we describe how to
calculate the trajectories of the crystal analysers and detector
in order to fulﬁl the Rowland condition as a function of the
Bragg angle.
The signals from the ﬁve crystal analysers are collected
simultaneously. In general, separating the foci of the crystal
analysers on the detector is recommended as they may have
slightly different energy resolutions and/or calibration, in
which case merging them would cause a broadening of the
overall energy resolution. For this reason, a two-dimensional
detector is used on ID20. Also, a tight selection of the detector
‘region of interest’ allows reduction of stray-scattering back-
ground and the cross-talk between foci that may leak into
adjacent chips, as is the case in Fig. 3(c), and, depending on the
geometry and scattering angle, discrimination of the signals of
the sample and its environment (Huotari et al., 2011). On the
other hand, the images of the different crystal analysers can
intentionally be superimposed in order to minimize the
detector exposure area and thus the stray-scattering back-
ground even further. Another case where the use of a two-
dimensional detector is necessary is in experiments that
require momentum resolution, as is often the case when
studying electronic elementary excitations in single-crystal
samples. Fig. 3 shows typical detector images obtained in
various spectrometer conﬁgurations, where the signals from
the various crystal analysers are focused at the centre of each
chip. It should be noted that the use of a two-dimensional
detector allows the crystal analyser focusing properties to be
assessed; the irregular shape of the foci in Fig. 3(c) is indicative
of a poor bent crystal analyers quality.
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Figure 1
RIXS spectrometer equipped with its R = 1 m crystal analyser chamber.
The KB assembly and the RIXS spectrometer, including the RIXS
chamber and the sample tower, sit on a common marble base equipped
with a motorized horizontal translation. The whole system is installed on
a motorized translation and can be displaced sideways.
Figure 2
R = 1 m crystal analysers and detector assembly. The sample position is
shown as a red sphere.
Table 1
Details of the crystal analysers and detector rotation and translation
stages.
Double values are speciﬁc to the R = 1 m (2 m) RIXS chambers.
Name Description Stroke Resolution
i Analyser rotation 10 1 mrad
i Analyser rotation 3 2 mrad
xi Analyser translation 0–102 (155) mm 1 mm
zi Analyser translation 12.5 mm 1 mm
D Detector rotation 20 0.01
xD Detector translation 0–120 mm 0.5 mm
zD Detector translation 0–640 (1270) mm 1.25 mm
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2.2. Energy resolution
Energy resolution is one of the most important ﬁgures of
merit of a RIXS spectrometer, as it sets the lowest energy scale
of measurable excitations. A number of contributions deter-
mines the actual energy resolution of a RIXS spectrometer
(Huotari et al., 2006; Moretti Sala et al., 2013), which will be
considered in the following.
2.2.1. Analyser contribution. The ﬁrst contribution to
energy resolution is the crystal analyser contribution!a. For
high-resolution applications, spherical diced crystal analysers
are used (Verbeni et al., 2005). In this case !a is well





sin B  ð Þ
sin B þ ð Þ
 1=2
; ð1Þ
where B is the crystal analyser Bragg angle corresponding to
the selected photon energy !o,D is the Darwin width of the
reﬂection and  is the asymmetry angle. For lower-energy-
resolution applications, spherically bent crystals are used. The
calculation of !a is more complicated in this case. The










where t is the absorption length of the material (usually Si or
Ge) and  is its Poisson’s ratio ( = 0.22 for Si and 0.27 for Ge).
In the symmetric case ( = 0), it reduces to !a=!o =
t=Rðcot2B  2Þ. Additional details on the calculation of the
energy resolution contribution of bent crystal analysers are
given by Honkanen et al. (2014a, 2017).
2.2.2. Johann aberration. Another contribution to the
energy resolution comes from the so-called Johann aberration,
which causes the Bragg angle to continuously vary on the
surface of the crystal analyser as ½zi=R sinðB  Þ	2=
2 tanðB  Þ (Suortti et al., 1999), where zi is the coordinate
along the dispersive direction. The actual Johann aberration
contribution to energy resolution is obtained from the histo-
gram of the corresponding energy variations. For a crystal
analyser with a circular mask of radius A the resulting energy
distribution is shown in Fig. 4 to be rather sharp, but with a
long asymmetric tail. In this case, an estimate of the Johann






where J = ½A=R sinðB  Þ	2=8 tanðB  Þ is the
weighted average of the Bragg angle variation across the
crystal analyser surface (inset of Fig. 4). The Johann aberra-
tion contribution is negligible when working close to back-
scattering geometry. In addition, it can be eliminated either by
choosing  such that B   = 90 or by using Johansson
crystal analysers (Johansson, 1933). In the latter case, the
reﬂecting lattice planes are bent to twice the Rowland circle
radius, while the crystal analyser surface has the curvature
of the Rowland circle. Their fabrication is, however, more
complicated and Johansson spherical crystal analysers are not
widely utilized yet. Otherwise, the Johann aberration can be
minimized by limiting the active surface of the crystal analyser
in the dispersive direction at the expense of a reduced
solid angle.
2.2.3. Pixel-size contribution. When diced crystal analysers
are used, the system becomes partially dispersive and photons
with different energies are separated in angle/space. The
image on the surface of the detector has the dimension of
twice the cube size and features an energy gradient along
the detector’s vertical coordinate (Huotari et al., 2006). The
beamlines
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Figure 4
Energy distribution corresponding to the Johann aberration and (inset)
variation of the Bragg angle across the surface of a Si(551) crystal
analyser (R = 1 m) with a circular mask of radius A = 15 mm at the
Ni K-edge.
Figure 3
Typical detector images obtained in various spectrometer conﬁgurations.
When diced crystal analysers are used the focus on the detector is a
horizontal straight line (a) if the bandwidth of the incident radiation is
much smaller than the cube energy acceptance or a square (b) in the
opposite case (Huotari et al., 2005). The size of the square is twice the
cube size. When bent crystal analysers are used, instead, the focus is
point-like at large Bragg angles, but it becomes astigmatic when the Bragg
angle is decreased (c).
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energy resolution, then, depends on how ﬁnely this distribu-
tion of photon energies is sampled on the detector surface and






where p = p=R½sinðB þ Þ þ sinðB  Þ	, with p the
detector pixel size. When bent crystal analysers are used,
instead, no exploitable energy gradient is produced on the
detector surface. However, the spatial resolution of the
detector can be used to enhance the energy resolution of
a bent crystal analyser when it operates out-of-focus, as
explained by Honkanen et al. (2014b).
2.2.4. Source-size contributions. Finally, one has to
consider the ﬁnite source size, which introduces a distribution
of point-like sources for the spectrometer. The three spatial
dimensions sx, sy and sz are determined by the focal spot size at
the sample position, the beam incidence angle on the sample
surface and the X-ray probing depth. We then deﬁne sxi , syi
and szi , the projections of the source in each crystal analyser’s
local coordinate system (top of Fig. 2), with sxi and szi lying in
the crystal analyser dispersive plane and syi perpendicular to
it. szi and syi induce a Bragg angle variation, which is ﬁrst order
in szi ,zi = szi=R sinðB  Þ, and second order in syi ,yi =½syi=R sinðB  Þ	2 tanB. Accordingly, the energy resolu-






Finally, sxi introduces a little off-Rowland contribution, which
is typically negligible. In order to minimize source size
contributions, the X-ray spot size on the sample has to be
made as small as possible. At ID20, the source size contribu-
tion is negligible for most of the applications.
In the case of our multiple-element RIXS spectrometer,
these contributions are almost identical for all the crystal
analysers and so is their energy resolution. As an example, we
consider the speciﬁc case of Ir L3-edge RIXS experiments
(!o = 11.215 keV) employing ﬁve R = 2 m Si(844) diced crystal
analysers (B = 85.7
), for which the various contributions to
the energy resolution are !a = 14.7, !J = 7.1 (for a mask
radius A = 30 mm), !p = 11.5 and !z = 4.2 meV. The
calculated overall energy resolution, including the incident
photon energy bandwidth !i = 14.7 meV determined by
a Si(844) backscattering channel-cut, is 25.2 meV. Fig. 3(a)
shows the foci of the ﬁve crystal analysers, which can be
distinguished with the use of a two-dimensional detector. The
displacement of the foci on the detector as a function of the
incident photon energy is shown in the inset of Fig. 5. The
slope of 4.7 mm meV1 is related to the pixel size contribution
to the energy resolution, p=4:7 = 11.7 meV pixel1, in agree-
ment with the estimate of !p given above. The measured
elastic lines are shown in Fig. 5 to be 25  3 meV wide, again
in line with the estimate above.
In order to optimize the energy resolution at all scattered
photon energies, ID20 is equipped with a collection of crystal
analysers (and post-monochromators). For convenience, we
report in Table 2 the calculated and measured energy reso-
lutions at a few selected absorption edges.
3. Energy calibration and stability
With the setup for Ir L3-edge RIXS, we checked the reliability
on the energy scale of the RIXS spectrometer by measuring
the well known dispersion of longitudinal acoustic phonons in
diamond along the (H,0,0) direction. This is shown in Fig. 6
(open blue circles) to overlap with literature data (red line)
(Warren et al., 1967). Finally, we also tested the stability of the
energy scale in the long term; the inset of Fig. 6 shows the
change in the phonon energy at (3,0,0) momentum transfer
over several hours. A small drift is observed, which can be
beamlines
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Figure 5
Measured elastic lines at 11.215 keVemploying ﬁve R = 2 m Si(844) diced
crystal analysers and a Si(844) backscattering channel-cut. The width of
the curves is 25  3 meV. In the inset we track the displacement of the
foci on the detector as a function of the incident photon energy. The slope
of 4.7 mm meV1 is related to the pixel size contribution to the energy
resolution, p/4.7 = 11.7 meV pixel1, in agreement with the estimate of
!p given in the text.
Table 2
Calculated incident (!i), crystal analyser (!a), Johann aberration
(!J), pixel-size (!p) and source-size (!s) contributions to the
spectrometer (!o) energy resolution at selected absorption edges.
The overall calculated (!t) and measured (!m) energy resolutions are also
reported. For !i we considered the energy resolution provided by the
asymmetric Si(nnn) four-bounce monochromator for the Ni K- (n = 3) and Ta
L3-edges (n = 4), the asymmetric Si(440) four-bounce monochromator for the
Pt L3-edge, the Si(664) and Si(844) backscattering channel cuts for the Os and
Ir L3-edges, respectively. The radius of the crystal analyser mask is set to A =
30 mm in all cases, except for the Ni K-edge, where A = 15 mm.
Ni K Ta L3 Os L3 Ir L3 Pt L3
!i (keV) 8.333 9.881 10.871 11.215 11.564
Reﬂection Si(551) Si(660) Si(664) Si(844) Si(771)
B (
) 78.0 78.6 80.1 85.7 79.2
R (m) 1 2 2 2 1
!i (meV) 55.9 40.2 17.2 14.7 80.0
!a (meV) 26.5 23.4 17.2 14.7 10.1
!J (meV) 11.0 11.8 9.7 1.8 49.6
!p (meV) 49.7 28.0 26.6 11.5 62.0
!s (meV) 18.1 10.2 9.7 4.2 22.6
!o (meV) 60.2 39.6 34.5 19.3 86.6
!t (meV) 82.2 56.4 38.5 24.3 117.9
!m (meV) 93  5 90  5 52  3 25  2 216  12
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attributed to heat-load effects of the beamline optics and/or
temperature changes in the experimental hutch. Indeed, heat-
load effects of the beamline optics cause a small change in the
energy of the incident photons, as well as in the beam position
on the sample. Note that a height change of the beam by 1 mm
corresponds to approximately 1 meV in this case. Also, a
temperature change of 0.1 K induces a 3 meV shift in the
scattered photon energy, given the linear thermal expansion
coefﬁcient of Si at room temperature of 2.6  106 K1. For
this reason the temperature of the experimental hutch is
stabilized within better than 0.5 K over 24 h. Considering the
effects above, an (in)stability of 1 meV h1 over several
hours is remarkably good, given that these measurements
were performed in the 16-bunch mode of ESRF, which has the
largest ring current changes associated with storage-ring reﬁlls
out of all the current-ﬁlling modes practical for RIXS at ESRF.
It should be mentioned, however, that experiments are
performed for operation modes of the storage ring with
smaller relative changes of the ring current upon reﬁlling and
energy drifts are usually negligible. Moreover, the future
implementation of top-up at the ESRF is expected to mitigate
these undesired effects related to heat-load variations for all
operation modes of the storage ring.
3.1. Scattering geometry
Beside energy loss, momentum transfer is another impor-
tant observable in RIXS experiments. It is deﬁned as q =
ko  ki and it is varied by changing the scattering geometry,
i.e. by tuning ko, while keeping ki ﬁxed. The RIXS spectro-
meter on beamline ID20 is capable of rotating the spectro-
meter arm in both the horizontal and vertical directions: as
shown in Figs. 7(a)–7(d), the 0 rotation around the z axis at
the bottom of the spectrometer carries the 0 rotation around
the y axis, thus allowing different scattering geometries.
In addition to providing full ﬂexibility in the choice of the
momentum transfer, the RIXS spectrometer also offers the
possibility to study effects related to changes in the incident
photon polarization. Indeed, the photon polarization in the
horizontal laboratory plane corresponds to 	 (
) incident
photon polarization when scattering in the horizontal
(vertical) scattering plane. This way polarization effects can
partially be investigated, despite the polarization of the scat-
tered photons not being analysed. However, in order to
minimize the source size contribution to the energy resolution,
the scattering plane and the dispersive plane of the crystal
analysers should be orthogonal. For this reason the RIXS
chamber can be rotated around the source-to-middle crystal
analyser axis, as shown in Figs. 7(b) and 7(c).
4. Sample goniometer and momentum transfer
A typical application of the RIXS spectrometer is the study of
the momentum dependence of electronic and magnetic exci-
tations in single crystals that need to be carefully aligned and
oriented in order to reach speciﬁc points in reciprocal space.
The sample stage therefore features three rotational and three
translational degrees of freedom. As shown in Fig. 8, the
translation stages are mounted on top of the rotation stages.
The ! rotation around the z axis at the bottom carries, in
order, the  and the ’ rotations, around the x and y axes,
respectively. The sphere of confusion of the circles is less than
beamlines
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Figure 7
RIXS spectrometer equipped with the R = 2 m crystal analysers chamber in various scattering geometries for 0 = 90
 and 0 = 0 (a), 0 = 0 and 0 = 0 (b)
and (c), 0 ¼ 0 and 0 = 90 (d). In (b) the RIXS chamber is in the position for scattering in the horizontal plane, while in (c) it is rotated around the
source-to-middle crystal analyser axis by 90 for scattering in the vertical plane. All combinations of these geometries are also possible.
Figure 6
Phonon dispersion in diamond along the (H, 0, 0) direction measured with
Si(844) crystal analysers (R = 2 m) at 11.215 keV and 25 meV energy
resolution (open blue circles), compared with literature data (red line).
The inset shows the stability of the relative phonon energy versus time.
A small drift of 1 meV h1 is observed.
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50 mm. Details of the rotation and translation stages are given
in Table 3.
Given the rotation of the spectrometer arm 0 and 0 for the
crystal analyser i = 0, we obtain the angles
i ¼ 0 þ arctan Ai;y=Ai;x
 
; ð6Þ
i ¼ 0 þ arctan Ai;z=Ai;x
 
; ð7Þ
where Ai;x, Ai;y and Ai;z are the positions of the ith crystal
analyser (see AppendixA). With the convention used in Fig. 7,











where T 2i = Rz^ðiÞRy^ðiÞ are the transformation matrices
describing the rotation of the 2-scattering arm. One then
needs to project q2i onto the sample reciprocal space via
qhkli ¼ T !’UBð Þ1q2i ; ð9Þ
where T !’, U and B are transformation matrices: T !’ =
Rz^ð!ÞRx^ðÞRy^ð’Þ describes the sample rotations; U links the
laboratory and the sample reference frames. It depends on
how the sample is mounted on the sample stage and is found
through the sample alignment procedure; ﬁnally, B links
the sample real space to its reciprocal space reference frame
and so it contains the dependence on the lattice parameters.
Knowledge of these matrices allows one to easily obtain the
momentum transfer associated with the various crystal
analysers. Similarly, they can be used to estimate the
momentum resolution. Details of the formalism are given
in Appendix B.
5. Conclusions and outlook
We have presented a multiple-element RIXS spectrometer
installed at beamline ID20 at the ESRF. It has been conceived
in order to maximize the collection solid angle, optimize the
energy resolution and allow a ﬂexible choice of the scattering
geometry, for momentum and/or polarization resolved studies
of the electronic structure of materials. It is mainly dedicated
to the investigation of low-energy electronic excitation, but it
can be exploited as well to the study of higher energy exci-
tations or emission lines.
Future developments may include improvements of the
energy resolution via the use of crystal analysers of different
materials, such as lithium niobate (LiNbO3), sapphire (Al2O3)
and -quartz (SiO2). These materials have crystal structures of
lower symmetry and thus offer more possible reﬂections than
Si or Ge, with numerous choices of intrinsic resolution and
throughput (Gog et al., 2013; Ketenoglu et al., 2015; Yavas¸ et
al., 2017). Another option is to adopt different optical schemes
than that of a conventional Rowland spectrometer, such as for
example those based on the CDW design and its variants
introduced by Shvyd’ko et al. (2006, 2011, 2014). In addition,
future developments may comprise a smaller focal spot size,
which will facilitate high-pressure experiments and high-
energy-resolution applications. Also beneﬁcial to energy
resolution could be the advent of two-dimensional detectors
with higher spatial resolution.
APPENDIX A
Multiple Rowland circles
We consider here the case of ﬁve identical crystal analysers
and explain how the position (linear and angular) of the
various crystal analysers and detector are determined as a
function of the Bragg angle B. The position of the source,
crystal analyser and its focus on the surface of the detector is
described by the vectors Si , Ai and Di, respectively, where i =
0,1,2 labels the ﬁve crystal analysers. Similarly, the centre
of the Rowland circle is located at Ri. By introducing a
reference system with the origin at the source and oriented as
in Fig. 9(a), the one-crystal analyser case (i = 0) is described by
S0;x = S0;y = S0;z = 0 for the source, A0;x= R sinðB  Þ, A0;y =
A0;z = 0 for the crystal analyser, D0;x = R cosðB þ Þ sin 2B,
D0;y = 0, D0;z = R sinðB þ Þ sin 2B for the detector and
R0;x = R sinðB  Þ=2, R0;y = 0, R0;z = R cosðB  Þ=2 for the
centre of the Rowland circle, where  allows for an asym-
metric reﬂection.
The position of the generic ith crystal analyser should be
calculated taking into account that (i) the Rowland circles
intersect at the common source position and that choices in
beamlines
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Figure 8
Sample tower of the RIXS spectrometer. Translation stages along the
three orthogonal directions are mounted on top of the rotation stages.
The ! rotation around the z axis at the bottom carries, in order, the  and
the ’ rotations, around the x and y axes, respectively.
Table 3
Details of the sample tower and scattering arm rotation and translation
stages.
Name Description Stroke Resolution
Spectrometer translation 0–120 mm 2.4 mm
0 Arm rotation 35–150 15 mrad
0 Arm rotation 15–150 15 mrad
x Sample translation 15 mm 0.5 mm
y Sample translation 15 mm 0.5 mm
z Sample translation 20 mm 0.02 mm
! Sample rotation 180 10 mrad
 Sample rotation 7 Non-linear
’ Sample rotation 7 Non-linear
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the mechanical implementation of the multiple crystal analy-
sers spectrometer impose that (ii) the foci of the various
crystal analysers should lie on, but not necessarily coincide
with, the detector surface; (iii) the crystal analysers move on a
translation stage directed towards the source. These stages are
ﬁxed on the spectrometer assembly and form an angle i with
respect to the central analyser translation.
For the generic ith crystal analyser case, constraint (i)
imposes that Si = S0 = 0. Ai and Di are then determined by
applying two consecutive rotations to the reference Rowland
circle (i = 0) as explained in the following. InitiallyAi =A0 and
Di = D0. The ﬁrst rotation Rxð iÞ is around the x^ axis by an
angle  i, and affects the position of the focus on the detector,
Di ¼ Rx^ð iÞD0; ð10Þ
while leaving the position of the crystal analyser unchanged,
Ai = Rx^ð iÞA0 = A0, as is shown in Fig. 9(b). Constraint (ii)
requires that
Di;x ¼ D0;x; ð11Þ
Di;y ¼ di; ð12Þ
where di is the distance between the foci on the surface of the
detector from its centre. Typically, di = id, with jdj 
 14 mm,
the lateral size of the individual chips. For d = 0 all the crystal
analysers focus at the centre of the detector, while for d 6¼ 0
each individual contribution can be separated. It is easy to
see that equation (12) is fulﬁlled for sin i = id=D0;z, while
equation (11) is naturally satisﬁed as Rx^ð iÞ does not affect
the Di;x components.
The ﬁnal crystal analyser position is obtained by applying a
second rotation RDiðiÞ around Di by an angle i,
Ai ¼ RDi ðiÞA0: ð13Þ
Obviously, this rotation does not alter the position of the focus
on the detector, RDiðiÞDi = Di, as is shown in Fig. 9(c).
Constraint (iii) imposes that
Ai;y ¼ Ai;x tani; ð14Þ
where i is the angle between the translation of the ith crystal
analyser and the central one. By mechanical construction,
i = i, where  = 7
 and 3.5 for the R = 1 m and 2 m case,
respectively. Equation (14) is fulﬁlled for i that satisﬁes








 cos i sin i D20;x tan i D0;x D0;z sin i: ð15Þ
Finally, the centre of the Rowland circles is given by
Ri ¼ RDiðiÞRx^ð iÞR0; ð16Þ
and their orientation is such to intersect the corresponding
source, crystal analyser and detector, as shown in Fig. 9(d). In
addition, in order to correctly orient the crystal analysers and
the detector, it is useful to consider the normal to the crystal
analysers surface,
nai ¼ RDiðiÞRx^ð iÞ na0; ð17Þ
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Figure 9
The position of crystal analysers and detector is determined starting from the one crystal analyser case (a). The Cartesian reference system is also shown.
Two successive rotations are applied as explained in the text; their effect can be seen in panels (b) and (c), respectively. Panels (d) and ( f ) show the
crystal analysers and detector position, as well as their surface normals in the two conﬁgurations, d > 0 and d < 0. Panel (e) shows the crystal analysers
assembly and the crystals analysers and detector local coordinate systems.
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where na0 = ðD0  2A0Þ=jD0  2A0j, and the normal to the
detector surface,
nDi ¼ RDi ðiÞRx^ð iÞ nD0 ; ð18Þ
where nD0 = ðR0 D0Þ=jR0 D0j. These are also shown in
Fig. 9(d). Ultimately, a variation of the spectrometer energy
involves two rotations (i, i) and two translations (xi, zi) of
the crystal analysers, and one rotation (D) and two transla-
tions (xD, zD) of the detector, which are calculated from n
a
i and
nDi , respectively. Finally, Figs. 9(d) and 9( f) show two spec-
trometer conﬁgurations depending on the sign of d: for d > 0
the foci of the crystal analysers do not cross on the detector,
while they do for d < 0.
APPENDIX B
U, B matrices, momentum transfer and momentum
resolution
As mentioned above, the calculation of the momentum
transfer in the sample reciprocal space requires knowledge of
the U and B matrices. The former is related to how the sample
is mounted in the laboratory reference frame, namely it
deﬁnes the sample orientation before any rotation is applied.
The latter deﬁnes a Cartesian reference frame in the sample
reciprocal space and therefore it contains the dependence on
the lattice constants. Following the convention of Busing &
Levy (1967), the deﬁnition of B is reported here for conve-
nience,
B ¼
a b cos  c  cos 






with the usual deﬁnitions of the primitive and reciprocal
lattice parameters.
The momentum transfer given by equation (9) depends on
the U matrix, which needs to be determined prior to the
experiment. The typical procedure is to ﬁnd two non-collinear
Bragg reﬂections and use them to derive the sample orienta-
tion in the laboratory reference frame. Ideally, the U matrix
satisﬁes the equations
qhkl1 ¼ T !’1 UB
 1
q21 ; ð20Þ
qhkl2 ¼ T !’2 UB
 1
q22 ð21Þ
simultaneously, where qhkl1 (q
hkl
2 ) is the ﬁrst (second) Bragg
reﬂection expressed in the sample reciprocal space, while
T !’1 (T !’2 ) and q21 (q22 ) contain information on the scat-
tering arm and sample angles for which the ﬁrst (second)
Bragg reﬂection is found. However, because of experimental
errors in the angle measurements and/or uncertainties in the
cell parameters, it is not in general possible to ﬁnd an ortho-
gonal matrix U which satisﬁes both conditions. In order to
avoid this difﬁculty it is generally required that qhkl1 is parallel
to q21 , and q
hkl
2 is only constrained to lie in the plane of q
2
1 and
q22 (Busing & Levy, 1967). By deﬁning
t1 ¼ Bqhkl1 ; ð22Þ
t3 ¼ B qhkl1  qhkl2
 
: ð23Þ
t2 ¼ t1  t3; ð24Þ
and
v1 ¼ T !’1 1q21 ; ð25Þ
v3 ¼ T !’1 1q21  T !’2 1q22 ; ð26Þ
v2 ¼ v1  v3; ð27Þ
then the U matrix can be found as
U ¼ VT 1; ð28Þ
where T = ðt1=jt1j; t2=jt2j; t3=jt3jÞ and V = (v1=jv1j; v2=jv2j;
v3=jv3j). If the U and B matrices are known, the sample (!, 
and ’) and the scattering arm (i and i) angles can be
calculated in order to reach a well deﬁned momentum
transfer qhkli .
Momentum resolution is related to uncertainties in the
scattering arm angles ( and) and ultimately to the ﬁnite
aperture (A) of the crystal analysers by










where  and  are both of the order of A=jAij (for A 
jAij). In the case of (quasi)elastic scattering, o ’ i =  and
the expression above simpliﬁes to
qhkli ’ T !’UBð Þ1 T 2q2i ; ð30Þ
where q2i = 2	ð0; cos i;Þ=. As a typical example,
we discuss the case of Ir L3-edge RIXS of a Sr3Ir3O7 single
crystal ideally oriented with the (1,1,0) direction along the
x axis and the (0,0,1) direction along the y axis when all
sample rotations are set to zero. We consider the case for 0 =
2! = 90 and 0 =  = ’ = 0, for which q
hkl
0 = (0,0,26.7) r.l.u.
Figs. 10(a), 10(c) and 10(e) show the momentum transfer
spread across the surface of the crystal analyser (R = 2 m) with
a circular aperture of radius A = 30 mm. The corresponding
width of the momentum resolution function is shown in
Figs. 10(b), 10(d) and 10( f) to be different in the various
reciprocal lattice directions. Note that the shape of the crystal
analyser mask could be varied in order to optimize the
momentum transfer resolution in a speciﬁc direction
depending on the experimental requirements. In any case, the
ﬁnite momentum resolution of the spectrometer should be
considered, in particular when interpreting REXS and RIXS
results.
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Figure 10
Momentum resolution in the case of Ir L3-edge RIXS of a Sr3Ir2O7 (a = b = 3.896 A˚, c = 20.88 A˚ and  =  =  = 90
) single crystal ideally oriented with
the (1,1,0) direction along the x and the (0,0,1) direction along the y axis when all sample rotations are set to zero. Sample and spectrometer are
aligned such that qhkl0 = (0,0, 26.5) r.l.u., i.e. 0 = 2! = 90
 and 0 =  = ’ = 0. Panels (a), (c) and (e) show the momentum transfer spread along the
reciprocal lattice axes across the surface of a crystal analyser (R = 2 m) with a circular aperture of radius A = 30 mm. Panels (b), (d) and ( f ) show the
corresponding momentum resolution functions.
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